Generalized ellipsometry in-situ quantification of organic adsorbate attachment within slanted columnar thin films by Rodenhausen, Keith B., Jr. et al.
University of Nebraska - Lincoln
DigitalCommons@University of Nebraska - Lincoln
Chemical and Biomolecular Engineering -- All
Faculty Papers
Chemical and Biomolecular Engineering,
Department of
2-2012
Generalized ellipsometry in-situ quantification of
organic adsorbate attachment within slanted
columnar thin films
Keith B. Rodenhausen Jr.




University of Nebraska-Lincoln, s-tkasput1@unl.edu
Angela K. Pannier
University of Nebraska-Lincoln, apannier2@unl.edu
Eva Schubert
University of Nebraska-Lincoln, efranke3@unl.edu
See next page for additional authors
Follow this and additional works at: http://digitalcommons.unl.edu/chemengall
Part of the Chemical Engineering Commons, Engineering Science and Materials Commons, and
the Materials Science and Engineering Commons
This Article is brought to you for free and open access by the Chemical and Biomolecular Engineering, Department of at DigitalCommons@University
of Nebraska - Lincoln. It has been accepted for inclusion in Chemical and Biomolecular Engineering -- All Faculty Papers by an authorized
administrator of DigitalCommons@University of Nebraska - Lincoln.
Rodenhausen, Keith B. Jr.; Schmidt, Daniel; Kasputis, Tadas; Pannier, Angela K.; Schubert, Eva; and Schubert, Mathias, "Generalized
ellipsometry in-situ quantification of organic adsorbate attachment within slanted columnar thin films" (2012). Chemical and
Biomolecular Engineering -- All Faculty Papers. 1.
http://digitalcommons.unl.edu/chemengall/1
Authors
Keith B. Rodenhausen Jr., Daniel Schmidt, Tadas Kasputis, Angela K. Pannier, Eva Schubert, and Mathias
Schubert
This article is available at DigitalCommons@University of Nebraska - Lincoln: http://digitalcommons.unl.edu/chemengall/1
Generalized ellipsometry in-situ
quantification of organic adsorbate
attachment within slanted columnar thin
films
Keith B. Rodenhausen,1,∗ Daniel Schmidt,2 Tadas Kasputis,3 Angela
K. Pannier,3 Eva Schubert,2 and Mathias Schubert2
1Department of Chemical and Biomolecular Engineering, University of Nebraska-Lincoln,
207 Othmer Hall, Lincoln, NE 68588, USA
2Department of Electrical Engineering, University of Nebraska-Lincoln,
209N Scott Engineering Center, Lincoln, NE 68588, USA
3Department of Biological Systems Engineering, University of Nebraska-Lincoln,
223 L. W. Chase Hall, East Campus, Lincoln, NE 68583, USA
∗kbrod@engr.unl.edu
Abstract: We apply generalized ellipsometry, well-known to be sensitive
to the optical properties of anisotropic materials, to determine the amount
of fibronectin protein that adsorbs onto a Ti slanted columnar thin film
from solution. We find that the anisotropic optical properties of the thin
film change upon organic adsorption. An optical model for ellipsometry
data analysis incorporates an anisotropic Bruggeman effective medium
approximation. We find that differences in experimental data from before
and after fibronectin adsorption can be solely attributable to the uptake of
fibronectin within the slanted columnar thin film. Simultaneous, in-situ
generalized ellipsometry and quartz crystal microbalance measurements
show excellent agreement on the amount and rate of fibronectin adsorption.
Quantitative characterization of organic materials within three-dimensional,
optically anisotropic slanted columnar thin films could permit their use in
optical sensor applications.
© 2012 Optical Society of America
OCIS codes: (240.2130) Ellipsometry and polarimetry.
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1. Introduction
Optical sensor technologies are being developed to detect the presence of analytes including
specific deoxyribonucleic acid (DNA) sequences [1] and contraband [2]. An optical approach
can provide the benefits of contactless, non-destructive measurement. Slanted columnar thin
films (SCTFs) produced by electron-beam glancing angle deposition (GLAD) [3] are promising
scaffolding materials for such sensors. A SCTF is a layer of nanocolumns that are tilted at a
slanting angle. SCTFs have optically anisotropic properties and offer increased surface area for
analyte attachment. Many applications necessitate real-time in-situ measurements under native
liquid ambient. Analytes may degrade or change their conformation upon exposure to an air or
vacuum environment.
It has been previously shown [4–7] that generalized ellipsometry (GE) is extremely sensitive
to the anisotropic properties of SCTFs. In this work, GE measurements include the determi-
nation of select Mueller matrix element spectra. GE measurements detect, as a new work-
ing principle for organic adsorbate detection, changes in birefringence of the SCTF materi-
als rather than changes in effective refractive indices, as reported, for example, for randomly
porous, and therefore optically isotropic, sensing surfaces [8]. The advantage of increased sur-
face area in randomly porous surfaces for optical sensing of analyte attachment is preserved
for the SCTF analogue because three-dimensional surfaces also possess an increased surface
area with respect to a flat substrate. The quartz crystal microbalance with dissipation (QCM-
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D) technique has been used to monitor protein adsorption and cross-linking [9] and polyelec-
trolyte brush swelling [10] and is used as a reference method here. Recently, May et al. demon-
strated the use of GE to measure vapor-phase adsorption isotherms of toluene onto transparent
TiO2 slanted SCTFs and corroborated the result with simultaneous quartz crystal microbalance
(QCM) measurements [11].
We demonstrate the use of GE to determine changes of the anisotropic properties of SCTFs
upon organic analyte adsorption from solution; GE allows the quantification of the amount of
analyte that adsorbs into the void spaces of a SCTF. We perform in-situ GE measurements on a
Ti SCTF during human plasma fibronectin protein (FN) adsorption within a liquid environment.
Simultaneous QCM-D measurements are performed for comparison. As commonly observed,
assumptions of the analyte index of refraction and density are required [12]. We demonstrate
excellent agreement between GE and QCM-D results for the amount and rate of FN adsorption.
2. Theory











Fig. 1. Effective medium scenarios with mixtures of ellipsoidal inclusions (general case)
and a homogeneous host matrix. The mixture with randomly oriented inclusions (a) ex-
hibits an average effective polarizability 〈Peff〉 whereas the mixture with aligned inclusions
(b) shows anisotropic properties with three effective polarizability components Peff, j . The
major polarizability axes system rendering the biaxial nature of the film is depicted in (c).
Volume fractions of a multiple-component layer can be determined from ellipsometry
measurements through an effective medium approximation (EMA). A Bruggeman EMA ren-
ders the polarizabilities of constituent materials as equivalent spherical inclusions within a host
matrix to determine an effective dielectric function [13]. Anisotropic inclusions can be modeled
in an EMA by introducing depolarization factors LDj ( j = a,b,c) along each of the three orthog-
onal, major optical polarizability axes (a, b, and c), such that the polarizability-describing inclu-
sions become ellipsoidal [14]. Figure 1(a) shows an effectively isotropic mixture with an aver-
age effective polarizability 〈Peff〉 due to the random orientations of the ellipsoidal inclusions in
the host matrix. In Fig. 1(b), the ellipsoidal inclusions are aligned and exhibit anisotropic prop-
erties with three effective polarizability components Peff, j. Instead of one “isotropic” effective
dielectric function averaged over all major polarizability axes, three effective dielectric function
components averaged over their individual axes are acquired. Thus, Mueller matrix spectra of
organic materials within an anisotropic SCTF under a liquid ambient can be described by an
optical model that includes an anisotropic Bruggeman effective medium approximation (AB-
EMA). Multiple components of a layer described by an AB-EMA model can be determined via
GE analysis [15]. Given the constraint that the sum of all volume fractions fn must equal unity,




fn εn − εeff, j
εeff, j +LDj
(
εn − εeff, j
) = 0, (1)
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where εeff, j is the effective dielectric function along the jth axis and εn is the bulk dielectric
function of the nth constituent material [16]. In this analysis it is necessary to assume a certain
value for the complex index of refraction (ε = N2) of FN, which is set to 1.5 [12].
Fig. 2. Illustrations of constituent material fraction regimes. (a) represents a SCTF ( fSCTF)
in air ( fvoid) ambient. (b) applies after liquid ( fliq) replaces air as the ambient, and fliq =
fvoid. (c) and (d) represent arrangements of material after an identical amount of analyte
( fads) adsorbs and displaces liquid ambient, and fliq + fads = fvoid.
Figure 2 shows how fraction parameters represent sample volume spaces. In air ambient
[Fig. 2(a)], fSCTF and fvoid represent the SCTF and air contributions, respectively. After liquid
introduction [Fig. 2(b)], void spaces are filled by liquid ( fliq), such that fliq = fvoid. Upon analyte
adsorption [Figs. 2(c) and 2(d)], some liquid is replaced by analyte ( fads), and fliq+ fads = fvoid.
Figures 2(c) and 2(d) represent alternative arrangements of constituent liquid and ambient ma-
terial. In a strict sense, the AB-EMA is consistent with scenarios depicted by Figs. 2(a)-2(c),
as all components have the same shape implied by common depolarization factors LDj . The
scenario represented by Fig. 2(d) is meant to address situations where the FN is attached to
the SCTF surface and is detectable by QCM-D. Further refinement of the AB-EMA model
descriptions are needed to include and potentially differentiate between scenarios depicted by
Figs. 2(c) and 2(d). The AB-EMA fraction parameters in the optical model are varied while ex-
perimental and model-generated data are matched to reflect these composition changes during
a dynamic adsorption process.
Surface mass density parameters are found to directly compare the amount of adsorbate
that GE and QCM-D detect. As will be shown in Sec. 2.3, a surface mass density parameter
is immediately yielded by the QCM-D analysis. The thickness of the AB-EMA model layer is
equivalent to the SCTF thickness dSCTF and can be extracted from the optical model. An optical
surface density ΓGE is obtained via the following equation:
ΓGE = ρads fadsdSCTF, (2)
where ρads is the density of adsorbate, which we assume to be 1.37 g/mL for proteins such as
FN [17]. Note that the surface density parameters are calculated as though they are over flat
reference areas.
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2.2. Generalized ellipsometry optical model
A stratified three-layer optical model is used to represent the experimental system. A Au-coated
QCM-D sensor is described by a substrate model layer; the dielectric function of the substrate
was determined prior to this investigation. The SCTF with ambient and organic adsorbate in-
clusions is described by an AB-EMA model layer. The AB-EMA model layer comprises the
following components: ambient inclusions, SCTF material, and organic adsorbate. Finally, an
isotropic organic model layer on top of the AB-EMA model layer is considered. Two different
locations of organic adsorption, within and on top of the SCTF, are thereby considered. For a
dynamic GE experiment (comprising multiple data sets over time) where ambient materials are
exchanged, the index of refraction variation of the ambient material in the optical model must
be considered. The optical constants of the varied ambient materials are measured by the mini-
mum deviation technique prior to the in-situ data analysis [18]. Window effects in the form of
an ellipsometric parameter Δ offset are taken into account when a liquid cell is employed [12].
The liquid cell limits the experiment to one configuration of the sample in-plane azimuth
angle and the angle of incidence. A configuration addresses a given sample in-plane azimuth
angle, between the SCTF slanting direction and the plane of incidence, and a given angle of
incidence. We described previously that metal SCTFs behave as effectively monoclinic thin
films with monoclinic parameter β [5, 6].
To develop the optical model, a sequence of GE measurements is taken. After each measure-
ment, relevant parameters in the optical model are varied while model-generated and experi-
mental data sets are matched. First, a measurement is taken of the SCTF in open air at many
configurations, as described in Refs. [6,19]. The varied model parameters are (a) the amplitudes,
critical-point transition energies, and broadening parameters of four Lorentzian oscillators for
the Ti composing the SCTF in the AB-EMA model layer, (b) the AB-EMA model layer thick-
ness, (c) fvoid ( fSCTF = 1− fvoid while fads is set to zero), (d) the depolarization factors LDj , (e)
the SCTF slanting angle θ , (f) the SCTF in-plane azimuth angle, and (g) the monoclinic param-
eter β . Second, a measurement is taken of the SCTF in open air at the configuration it would
be after placement inside the liquid cell. The same model parameters (a)-(g) are varied during
model-calculated and experimental data matching. Third, a measurement is taken after the sam-
ple is placed in the liquid cell; from this point, measurements are only taken at this experimental
configuration. (f) and (h) the Δ offset are varied during model-calculated and experimental data
matching. Fourth, a measurement is taken after liquid ambient replaced air in the liquid cell.
The optical constants of air are replaced by those of the liquid ambient material in the model,
and β is set to 90◦. (a) and (d) are varied during model-calculated and experimental data match-
ing. Then the organic adsorption experiment is performed. Thus, fifth, a series of measurements
is taken during the organic adsorption process. The optical constants of the liquid ambient in
the model are exchanged to those of the liquid ambient with the dissolved organic adsorbate. (i)
fads ( fliq = 1− fads − fSCTF while fSCTF is held constant) and (j) the thickness of the isotropic
organic model layer are varied during model-calculated and experimental data matching. The
starting value for fliq is fvoid.
2.3. Quartz crystal microbalance with dissipation
QCM is a mechanical technique whereby the mass of material that adsorbs onto an oscillating
piezoelectric material, e.g., quartz, is determined by measuring shifts in shear-mode vibrational
frequency overtones. For adsorbate materials that can be assumed rigid, the Sauerbrey equation
[20] provides a linear relationship between frequency shifts and mass attachment or loss, such
that
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where ΓQCM is the shift in attached mass per unit area, ν0 is the fundamental frequency, δνNov
is the frequency shift of overtone Nov = 3,5, ..., ρq is the density of quartz, and μq is the
shear modulus of quartz. QCM-D additionally measures a frequency dissipation parameter that
signifies the degree of viscoelasticity that the experimental system exhibits.
3. Materials and methods
Slanted Ti nanocolumns were deposited onto a gold-coated QCM sensor via GLAD as de-
scribed elsewhere [3–6]. Ex-situ Mueller matrix spectra for the SCTF sample were acquired
with a spectroscopic ellipsometer (M2000VI, J.A. Woollam Co., Inc.) from the wavelength
range of 400 to 1000 nm. Measurements proceeded along 6◦ increments of sample rotation (0◦
to 360◦). At each rotation interval, four measurements in 10◦ angle-of-incidence increments
(45◦ to 75◦) were taken.
In-situ GE measurements of approximately 1 min in duration were taken in a liquid cell
for combinatorial ellipsometry and QCM-D (Ellipsometry module, E1 QCM-D, Biolin Scien-
tific) measurements [12]; the sample in-plane azimuth angle was fixed at 90◦, such that slanted
columns were oriented normal to the ellipsometry plane of incidence, and the liquid cell had
a 65◦ angle of incidence. As explained in Section 2.2, two GE measurements (one at many
configurations, the second at only the in-situ configuration) were acquired in air to characterize
the SCTF.
10 μg/mL FN (Sigma-Aldrich, St. Louis, MO) solution was prepared in standard 1X
phosphate-buffered saline (PBS) at pH 7.4 (Invitrogen, Carlsbad, CA); no other additives were
included. The optical constants of PBS-only and FN solutions were experimentally determined
by the minimum deviation technique. The sample was then loaded into the liquid cell, and an-
other GE measurement was taken to account for window effects. Similarly, a GE measurement
was taken while PBS-only solution was pumped through the liquid cell at a constant rate of
0.1 mL/min to account for the change of ambient. At this point, the necessary measurements
for building the optical model were complete. GE measurements continued to be taken, and a
dynamic QCM-D measurement was started. After signal baselines were reached (t = 147 min),
FN solution was introduced into the liquid cell at the same flow rate. 35 min later (t = 182 min),
PBS-only solution was directed into the cell to rinse passively adsorbed and freely floating FN.
GE measurements were taken throughout the adsorption and rinsing processes. Note that the
optical constants of the ambient material in the optical model were exchanged between PBS-
only solution and FN solution to reflect which ambient was currently flowing into the liquid
cell. Details of the combinatorial ellipsometry and QCM-D module and technique were re-
cently presented [12].
4. Results and discussion
In-situ experimental Mueller matrix element spectra that reveal sensitivity to the presence of
FN are shown in Fig. 3. The spectra are from data sets taken before (t = 145 min) and after
(t = 220 min) the FN adsorption and rinsing processes. The Mueller matrix element spectra
featured in Fig. 3 were chosen because we found them to be most responsive to FN adsorption.
The best-match model-generated data for the experimental GE data taken after the PBS rinse
(t = 220 min) is shown in Fig. 4. Matching experimental and model-generated data sets yielded
zero thickness for the isotropic FN model layer on top of the AB-EMA model layer. Therefore,
all differences between experimental data in Fig. 3 are explained by the optical model as solely
due to the increase of fads at the expense of fliq in the AB-EMA model layer.
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Fig. 3. Select experimental Mueller matrix element spectra from GE measurements just
before the FN introduction (solid lines) at t = 145 min and after FN adsorption and the
PBS rinse (dotted lines) at t = 220 min.
Fig. 4. Model-generated (lines) and reduced experimental (symbols) Mueller matrix el-
ement spectra after FN adsorption and the PBS rinse at t = 220 min. Elements MM21,
MM31, and MM32 are omitted due to significant overlap with elements MM12, MM13, and
MM23, respectively.
ΓGE was determined via the AB-EMA model layer thickness and fraction parameters from
the optical model and Eq. (2). From the optical model, dSCTF = 103 nm, fSCTF = 0.184, and
θ = 59◦. From SEM micrographs of other prepared Ti SCTFs, we estimate the column radius to
be 12 nm. With these values, we can roughly estimate a column length of 193 nm, the number
of columns per square μm to be 218, the distance between adjacent columns to be 68 nm, and
the ratio of the SCTF surface area to a flat reference area to be 4.2. If approximately 2 mg/m2 of
dry FN adsorbs onto a flat Ti surface [21], the geometry estimation yields a FN surface density
of 8.4 mg/m2 on the SCTF. This is close to our reported value of 14.3 mg/m2 from GE (after
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PBS rinsing). The SCTF surface area could be higher due to surface roughness generated by
the GLAD process.
Fig. 5. QCM-D frequency (left axis) and dissipation (right axis) data for all experimental
overtones (Nov = 3,5, . . . ,11) during FN adsorption and PBS rinsing. Frequency overtones
are normalized by overtone number. FN solution is introduced at t = 147 min, and rinsing
begins at t = 182 min.
The raw QCM-D data for all experimental overtones (Nov = 3,5, . . . ,11) is shown in Fig. 5
Aside from a shoulder in the dissipation curves at t = 150 min, Fig. 5 shows similar frequency
and dissipation values as seen for FN adsorption on flat Ta by Hovgaard et al. We consider
the similarity noteworthy because the surface geometries are significantly different between
the experiments. The dissipation shifts are very small compared to the frequency shifts, and as
Hovgaard et al. did, we assume a rigid FN layer [22]. Equation (3) was applied to the third
harmonic overtone to yield ΓQCM over a reference flat surface.
The dynamic results of the QCM-D and GE analyses are shown in Fig. 6. FN adsorption
and PBS rinsing processes begin at approximately t = 147 min and t = 182 min, respectively.
The shifts of ΓGE and ΓQCM closely mirror each other. At t = 220 min, after the PBS rinse,
the GE and QCM-D surface density values are approximately 14.3 mg/m2 and 14.1 mg/m2,
respectively. In contrast, Hovgaard et al. reported an ellipsometry-derived surface density of
approximately 2 mg/m2; their result is in agreement with a null ellipsometry experiment by
Ivarsson and Lundstro¨m for FN adsorption onto flat Ti [21, 22].
Usually ΓQCM is larger than ΓGE due to the inclusion of mechanically coupled water in ΓQCM
[9, 12, 22]. If we assume that water in the void spaces of the SCTF is rigidly coupled to the Ti
columns prior to FN adsorption, ΓQCM is the difference of mass between an equivalent volume
of FN (ρads = 1.37 g/mL) and displaced water (ρliq = 1 g/mL). This assumption is incompatible
with the GE results, as ΓQCM would have to be much smaller than ΓGE, which is only the mass
of adsorbed FN. Similar ΓQCM and ΓGE values imply that water is not mechanically bound to the
FN or the SCTF and that FN takes a different conformation on the SCTF surface compared to a
flat surface. The implemented AB-EMA model layer does not differentiate between scenarios
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Fig. 6. Surface density and volumetric fraction parameters during FN adsorption and PBS
rinsing. FN solution is introduced at t = 147 min, and rinsing begins at t = 182 min. fads
and its error bars (in many cases overlapped by data points due to small error) are taken
directly from the results of the AB-EMA model.
depicted in Figs. 2(c) and 2(d). Future work should address the refinement of QCM-D modeling
approaches because the currently employed model system, the Sauerbrey equation, at this point,
can only serve as an estimate for three-dimensional surfaces. A benefit of such work would be
the potential for QCM-D to discern between these two scenarios. Nevertheless, the qualitative
agreement between GE and QCM-D is excellent.
The error bar shown for the GE results in Fig. 6 appropriately takes into account the system-
atic and random error sources, which are cast into the data uncertainties and propagate through
the numerical regression routine into the uncertainty limits of each varied model parameter.
These uncertainties also reflect possible correlation between parameters. The highest error for
a time slice was ±0.002 for the adsorbate fraction parameter. Using Eq. (2), one finds that this
value translates to ±0.3 mg/m2.
GE shows sensitivity to changes in the birefringence of anisotropic materials, caused in this
case by the uptake of organic adsorbate. A chemically functionalized SCTF with binding se-
lectivity to specific analytes could be used as a chemical sensor. When an analyte adsorption
process is measured and analyzed by GE, the presence, amount of adsorption, and rate of ad-
sorption can be determined.
5. Conclusion
In summary, we have demonstrated the dynamic, in-situ quantification of FN that adsorbs into
the void spaces of SCTFs by GE. The optical model comprised an AB-EMA to describe the
constituent materials’ volumetric fractions within the SCTF while solvent and FN were ex-
changed during adsorption and rinsing processes. We discussed GE data modeling for in-situ
measurements of optically anisotropic SCTFs for the specific application of organic molecule
adsorption. An independent, simultaneous mechanical technique, QCM-D, was also employed
to observe FN adsorption and rinsing. GE and QCM-D yielded qualitatively similar results
for FN adsorption and rinsing. The quantitative QCM-D results are more difficult to interpret
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because the SCTF might not be accurately described by the Sauerbrey equation.
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